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	Must complete Startup steps prior to executing this checklist to tune the HAPSITE.  This method is ideal for further investigation after running an MS ONLY Method.
	
	
	

	1
	If in Remote Mode, select “EXIT REMOTE MODE” from front panel screen of HAPSITE Analytical Module by pressing “1” and “SEL”  
	
	
	

	2
	If running first of multiple sampling events with the same method, got to step 3, if running samples after first sample, all of which need to be saved, go to step 9
	
	
	

	3
	Select “STANDARD METHOD” from front panel screen by pressing “1” and “SEL” 
	
	
	

	4
	Select appropriate method from the following:

If sampling a chemical warfare agent, choose from the following options:

         If using tenax concentrator tube, select “GCAGENTX: CWA-TENAX” by pressing “3” and “SEL”

ENSURE COMPLETION OF “Air Sampling with Concentrator Tube” CHCKLST STEPS 1 - 43 

         If not using tenax tube, select “GCAGENTL: CW AGENTS – LOOP” by pressing “2” and “SEL”  

If sampling a chemical other than a chemical warfare agent, choose from the following options:

         If using tenax concentrator tube, select a method based on duration if sample desired:

            For “1FULLTX: 1 MINUTE SAMPLE,” press “5” and “SEL”

            For “5FULLTX: 5 MINUTE SAMPLE,” press “6” and “SEL”

            For “10FULLTX: 10 MINUTE SAMPLE,” press “7” and “SEL”

            For “20FULLTX: 20 MINUTE SAMPLE,” press “8” and “SEL”

ENSURE COMPLETION OF “Air Sampling with Concentrator Tube” CHCKLST STEPS 1 - 43
         If not using concentrator, select “TIC-L:TOX IND CHEM-LOOP” by pressing “4” and “SEL”
	
	
	

	5
	Select “RESET FILENAME” by pressing “2” and “SEL” to reset file names on HAPSITE hard drive and floppy disk
	
	
	

	6
	Select “RESET DATA FILE NAME” by pressing “1” and “SEL”
	
	
	

	7
	If control from the HAPSITE Analytical Module front panel is desired, go to step 16.  If control from the probe is desired, go to step 8
	
	
	

	8
	On HAPSITE Analytical Module front panel, press “ESC” to get to main menu
	
	
	

	9
	Select “STANDARD PROBE METHOD” by pressing “2” and “SEL”
	
	
	

	10
	On probe, use arrow keys to scroll through methods listed one at a time on probe screen to display desired method.  Select appropriate method from the following:

If sampling a chemical warfare agent, choose from the following options:

     If using a tenax concentrator tube, scroll to “GCAGENTX CWA-TENAX” and press “SEL” on probe

ENSURE COMPLETION OF “Air Sampling with Concentrator Tube” CHCKLST STEPS 1 - 43
     If not using tenax tube, scroll to GCAGENTL: CW AGENTS-LOOP” and press “SEL” on probe

If sampling a chemical other than a chemical warfare agent, choose from the following options:

       If using tenax concentrator tube, select a method based on duration if sample desired:

            “1FULLTX: 1 MINUTE SAMPLE” and press “SEL” on probe

            “5FULLTX: 5 MINUTE SAMPLE” and press “SEL” on probe

            “10FULLTX: 10 MINUTE SAMPLE” and press “SEL” on probe

            “20FULLTX: 20 MINUTE SAMPLE” and press “SEL” on probe

ENSURE COMPLETION OF “Air Sampling with Concentrator Tube” CHCKLST STEPS 1 - 43
       If not using concentrator, scroll to “TIC-L TOX IND CHEM” and press “SEL” on probe
	
	
	

	11
	When probe screen displays “PRESS RUN TO ACQUIRE,” press “RUN” on probe
	
	
	

	12
	Hold probe over material to be sampled for several seconds during 60 second “LOOPFILL” countdown displayed on probe screen and front panel screen.  If using a concentrator tube, “LOOPFILL” starts at 71 on the countdown.  Once probe screen and front panel screen no longer display “LOOPFILL,” sample is no longer being drawn by the probe.
	
	
	

	13
	If  probe screen and front panel screen display “SUCCESS” and “PRESS ANY KEY,” press any button on probe and go to step 14.  If probe screen and front panel display “NO RESULT FILE” and “PRESS ANY KEY,” press any button on probe and go to step 25.
	
	
	

	14
	On HAPSITE Analytical Module front panel, select “EXIT PROBE MODE” by pressing “1” and “SEL”  
	
	
	

	15
	On front panel screen, select “STANDARD METHOD” by pressing “1” and “SEL” and go to step 19
	
	
	

	16
	Select “START RUN” by pressing “1” and “SEL”
	
	
	

	17
	When prompted “PRESS RUN TO ACQUIRE,” press “RUN” on front panel
	
	
	

	18
	Hold probe over material to be sampled for several seconds during 60 second “LOOPFILL” countdown displayed on front panel screen. If using a concentrator tube, “LOOPFILL” starts at 71 on the countdown.  Once front panel screen no longer displays “LOOPFILL,” sample is no longer being drawn by the probe
	
	
	

	19
	When front panel screen displays “SUCCESS” and “PRESS ANY KEY,” press any button on front panel to get to method screen.  Or if front panel displays “NO RESULT FILE” and “PRESS ANY KEY,” press any button on front panel to get to method screen.
	
	
	

	20
	Select “REPORTS” by pressing “7” and “SEL.”  For identification and quantification of chemical warfare samples, go to step 21.  For identification of chemicals other chemical warfare agents, go to step 24.
	
	
	

	21
	Select “CAL/QUANT REPORT” by pressing “1” and “SEL”
	
	
	

	22
	Select the # of the filename set and “SEL”
	
	
	

	23
	Use arrow buttons to scroll through list of chemical warfare agents identified and concentrations.  Go to step 26 to save data to floppy disk for remote interpretation of chromatorgram.
	
	
	

	24
	Select “NIST REPORT” by pressing “2” and “SEL” to view NIST hits for sample run.  Go to step 26 to copy files to floppy for remote interpretation of chromatogram.
	
	
	

	25
	On HAPSITE Analytical Module front panel, select “EXIT PROBE MODE” by pressing “1” and “SEL”  
	
	
	

	26
	On HAPSITE Analytical Module front panel, press “ESC” to get to main menu
	
	
	

	27
	Select “FILE MANAGEMENT” by pressing “10” and “SEL”
	
	
	

	28
	Select “DATA FILES TO FLOPPY” by pressing “1” and “SEL”
	
	
	

	29
	If STANDARD METHOD was used, select the method used in step 4.  If STANDARD PROBE METHOD was used, select the method used in step 10
	
	
	

	30
	Select the desired data file by pressing the appropriate number and “SEL”
	
	
	

	31
	When front panel screen indicates a successful data transfer, press any key to get to main menu.
	
	
	

	32
	Once HAPSITE is properly decontaminated, open front panel of HAPSITE
	
	
	

	33
	Remove floppy disk
	
	
	

	34
	Provide floppy disk to team chief and/or individual operating the laptop
	
	
	


